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Abstract 

A large-area and light-weight Gas Electron Multiplier (GEM) detector was built at the University of Virginia 
as a prototype for the detector R&D program of the future Electron Ion Collider. The prototype has a 
trapezoidal geometry designed as a generic sector module in a disk layer configuration of a forward tracker 
in collider detectors. It is based on light-weight material and narrow support frames in order to minimize 
multiple scattering and dead-to-sensitive area ratio. The chamber has a novel type of two dimensional 
(2D) stereo-angle readout board with U-V strips that provides position information in the cylindrical 
coordinate system of a collider environment. The prototype was tested at the Eermilab Test Beam Eacility 
in October 2013 and the analysis of the test beam data demonstrates an excellent response uniformity of the 
large area chamber with an efficiency higher than 95%. An angular resolution of 60 /irad in the azimuthal 
direction and a position resolution better than 550 pm in the radial direction were achieved with the U-V 
strip readout board. The results are discussed in this paper. 

Keywords: GEM detector; U-V strip; Stereo-angle readout; Position resolution; Angular resolution; Test 
beam. 


1. Introduction 

Gas Electron Multiplier (GEM) detectors [1] are playing an increasing role in the instrumentation of high 
and medium energy particle physics experiments. A major breakthrough related to the fabrication of GEM 
foil over recent years, the single mask technique [2], has opened the field for large-area and cost effective 
tracking detectors using GEM technology with proven performances such as a spatial resolution better than 
70 /im, a rate capability higher than 2.5 MHz / cm^ and high tolerance to radiation in strong background 
environment etc. A one-meter-long, trapezoidal triple-GEM prototype, the EIG-ET-GEM chamber, was 
assembled at the University of Virginia (UVa), as part of the tracking and particle identification detector 
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R&D eRD6 program administered at the Brookhaven National Laboratory (BNL) for the future Electron 
Ion collider (EIC) [3]. The prototype is a light-weight chamber characterised by its low-mass (< 0.4% 
Xq radiaton length) material and narrow support frames to minimize the multiple scattering in order to 
reduce the conversion of background photons to electrons and to minimize dead-to-sensitive area ratio. It 
has a distinctive 2D stereo angle readout board with U-V strip configuration for the measurement of 2D 
coordinates in a cylindrical coordinate system. We tested the chamber in the high energy hadron beam of 
the Eermilab Test Beam Eacility (ETBE) in October 2013, as part of the eRD6 sector test beam campaign. 
The performance of the chamber in test beam is presented in this paper. In Sectionwe briefly describe the 
design of the prototype with an emphasis on the innovative fine pitch U-V strip 2D readout board. In Section 
we describe the ETBE experimental setup with the large-area GEM and provide a brief introduction to 
the readout electronics and the data acquisition system. In Section we evaluate the basic performances of 
the chamber and discuss various technical issues inherent to its large size and novel readout strips. Einally, 
Section is dedicated to the detailed study of the spatial resolution of the chamber and the performances 
of U-V strip readout board. 

2. Design and Construction of the large EIC-FT-GEM with 2D U-V strip readout 

The EIC-FT-GEM chamber has a trapezoidal shape, designed as a sector module in the disk layer 
configuration of a forward tracker for future collider experiment such as the EIC. It has a new type of 
2D readout consisting of two layers of long narrow strips in a stereo-angle (or U-V strip) configuration for 
position measurement of the incoming particles in the cylindrical coordinate system (r, ip). The detector 
has a standard triple-GEM design as the COMPASS GEM detectors [4], which was also adopted for GEM 
trackers used in other experiments laElITlIH]. It consists of a 3 mm ionization gap between the drift cathode 
and the top foil of a stack of three GEM foils which provides three stages of gas avalanche amplification from 
the charges of the primary ionization. The foils in the stack are separated by 2 mm transfer regions. The 
induced charge from the drift of the electrons generated at the bottom of the last GEM foil are collected on 
the U-V strip flexible readout board, located 2 mm below the GEM stack. 

2.1. GEM foil design 

The active area of the GEM foil is 100 cm long (length of the trapezoid) with the widths of the two 
parallel sides (at the inner radius and outer radius sides in a disk layer configuration) equal to 23 cm and 44 
cm respectively. The 5 /im thick Cu electrode on the top side of the foil is segmented into 32 High Voltage 
(HV) sectors, each approximately 100 cm^ in area, separated from adjacent sectors by 100 /im wide strips 
along the radial direction. The connections of the HV sectors to the power supply are done through 2 x 16 
electrodes located at the inner and outer radius sides of the foils. This design, by avoiding HV traces along 
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the radial sides of the GEM, allows narrow GEM support frames to minimizes the dead-to-sensitive area 
ratio in a disk layer configuration. A picture of the GEM foil, fabricated at the CERN Printed Circuit Board 
(PCB) workshop, is shown in Eig. 
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2.2. Two dimensional U-V strip readout layer 

The readout board is a flexible double-layer printed circuit board (PCB) with an U-V strip pattern, 
etched on the same 50 /im thick copper-clad polymide material used to produce the GEM foils. The board 
is fabricated with the same technique used for the COMPASS 2D readout board [H [5] . The 140 /im wide 
U-strips of the top layer, run parallel to one of the two radial sides of the detector and the 490 /im wide 
V-strips of the bottom layer parallel to the other side. The different strip widths of top and bottom layers 
is to ensure an almost equal sharing of charge coming from the same event. The pitch is equal to 550 /im 
for both top and bottom layers and the angle between u and v strips is equal to 12°. With this design, only 
the two parallel sides of the chmber connect to the Eront End (EE) electronics. It is important, specially in 
the disk layer configuration, to avoid having EE cards along the radial sides or at the back of the chamber 
in order to reduce the exposure of the electronics to high radiation as well as to minimize the material 
thickness in the sensitive area. Eig. |lb| shows a sketch of the U-V strip readout board. Per design, half of 
the strips on each layer have a fixed length of approximately 1005 mm which is equal to the length of the 


radial side (see dashed lines on cartoon at the top right of Eig. lb) and the length of the other half set 
of strips decreases progressively as one moves towards the opposite side (straight lines on top right of Eig. 


lb). The different strip lengths results in different pedestal noise level at different locations of the chamber 


which will be discussed later in Section of the paper. The flexible readout board was also fabricated at 
the GERN PGB workshop. 



(a) GEM foil 


(b) 2D U-V strip readout 


Eigure 1: EIC-ET-GEM chamber parts design 
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2.3. Construction of the EIC chamber 


Before the assembly of the chamber, each GEM foil as well as the drift cathode and the gas window foils 
are mechanically stretched and glued to dedicated support frames. The width of the frames are 8 mm for 
the radial sides of the trapezoid and 30 mm for parallel sides (inner and outer radius sides). The U-V strip 
readout foil is glued on a 3 mm thick Rohacell foam Q support which was found to be the best compromise 
for a rigid and low mass support structure. The stretched GEM foils stack is glued to the readout board, 
followed by the drift cathode foil which is basically a GEM foil with the Gu layer removed from the top 
side. Einally a 5 fim thick Kapton foil is glued on top of the cathode foil to close the chamber and provide 
the gas entrance window. The assembly of the chamber, the resistive divider and the HV board design used 
to power the GEM foil HV sectors are similar to the one used for the GEM chambers of the Super Bigbite 
Spectrometer (SBS) [5] at Jefferson Lab. A picture of the assembled chamber with its narrow radial frames 
and the EE electronic cards connected at the parallel sides is shown in Eig. 



Eigure 2: EIC-ET-GEM chamber 


3. Large EIC-FT-GEM chamber at the FTBF 

The large GEM chamber was tested at the ETBE as part of the T-1037 slice sector test campaign, 
performed by the eRD6-ELYSUB in October 2013. The eRD6-ELYSUB is a consortium of researchers from 
Brookhaven National Laboratory (BNL), Elorida Institute of Technology (EIT), Stony Brook University 
(SBU), University of Virginia (UVa) and Yale University, formed to carry out detector R&D for tracking 
and BID for EIG. In the consortium, UVa and EIT focus on the development of new ideas for large-area 
GEM for EIG Eorward Tracker (ET). The two groups shared the MT62.b stand of the ETBE installing 
a total of 10 triple-GEM prototypes of various sizes and types in a common setup during the test beam 
campaign. The T-1037 effort was funded by the site-neutral EIC R&D program administered at BNL. 

^ http://WWW.rohacell.com 
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3.1. Experimental setup at the FTBF 


The EIC-FT-GEM chamber was installed on the X-Y moving table along with a 50 x50 cm^ SBS GEM 
prototype [5] and four other GEM chambers from EIT. In addition, three small (10 xlO cm^) GEMs and 
a second SBS GEM were installed at fixed locations in the beam line and used as reference trackers. The 


picture on the left of Fig. 3a shows a close view of the large trapezoidal FIG chamber. The layout with all 
10 GEMs sitting on the stand is shown on the right. The facility provided high energy hadron beams of 120 
GeV primary proton beam with the option for mixed hadron secondary beam of kaons, pions and protons 
at lower energy ranging from 20 GeV to 32 GeV. The beam has a cycle of 1 minute with 4 second spills of 
up to 2 xlO^ particles. Goincidence signal from plastic scintillators located upstream and downstream of 
the setup was also provided as external trigger signal for the readout electronics. 


Large-GEM prototype @ FTBF (FNAL) SRS readout electronics 



(a) EIC-FT-GEM chamber and SRS Electronics 
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381 mm 236mm 926mm 483mm 


(b) Layout of 10 GEM chambers from UVa and FIT 


Figure 3: Test beam setup of the large-area GEMs at the FTBF 


3.2. The Sealable Readout System Eleetronies at the FTBF 

The Scalable Readout System (SRS) [9] electronics based on the APV25 chip m were used to readout all 
10 GEM chambers during the test beam campaign. The SRS system, developed by the GERN-based RD51 
international collaboration m, is intended as a general purpose multi-channel readout solution suitable for 
a wide range of detector types, complexities and experimental environments. The scalability refers both to 
its wide range of applications and to its sizes varying from a few hundreds electronic channels to a large scale 
system with hundreds of thousands of channels in high energy particle experiments. Pictures of the different 
components of the SRS system used during the test beam at FTBF can be seen on Fig. A total of 8192 
APV25 channels were used to read out all 10 GEM chambers. DATE m was used as SRS data acquisition 
software. A customized software package, the amoreSRS m, built upon the AMORE framework [12] and 
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developed jointly by FIT and UVa, was used for both the online monitoring and the offline analysis of the 
test beam data. Both DATE software and the AMORE framework packages were developed for the ALICE 
experiment of the Large Hadron Collider (LHC) at CERN. 


3.3. Computation of the pedestal data 

Before each data run, a pedestal run with 2000 events is performed for all 10 GEM detectors. During the 
pedestal run, the voltage (AV) across each GEM chamber is maintained below 200V to prevent the ionization 
by cosmic particles. The average ADG counts is calculated and temporarily stored into histograms for each 
event and each time bin and for each APV25 channel connected to a readout strip. At the end of the 
pedestal run, the mean and the rms of each histogram, representing respectively the pedestal offset and 
noise of each channel, are saved into the output pedestal ROOT file. The ROOT file is loaded by the 
amoreSRS software for the online monitoring during the data acquisition as well as for the offline analysis 
of the test beam data. The zero suppression is performed after common mode correction and pedestal offset 
subtraction by selecting the strips with an ADG counts above a threshold equal to n x crstrip as good hits. 
The parameter cf strip is the rms of pedestal associated to the given strip and n an integer representing the 
thresold parameter. Eor the results reported in this paper, the zero suppression threshold is set at 5 x 
(j unless explicitly mentionned. The plots of Eig. show the pedestal data for each of the 128 channels 
of one APV25 EE card connected to the chamber’s readout board. The pedestal offsets, shown on Eig. 

fluctuate around the baseline value of approximately 1550 ADG counts. The baseline is obtained after 
common mode correction performed individually for each APB25 EE cards using the pedestal data from 
all its channels. The pedestal offset values are used for the channel-by-channel pedestal subtraction before 


the zero suppression. The APV25 channel noise (rms of distribution) are shown on Eig. 4b for the same 
APV25 EE card. Erom a previous study on the APV25 gain calibration [14], one ADG count is estimated to 
be about 230 e- (or 0.037 fG). The pedestal noise varies from channel to channel with a minimum around 7 
ADG counts (1610 e-) to a maximum of about 20 ADG counts (4600 e-) with more than 85% of the channels 
haveing a noise level below 12 ADG counts (2760 e-) for this APV25 EE card. Per design, the strips of 
the bottom layer of the GOMPASS-style 2D readout [4] are significantly wider than the strips of the top in 
order to achieve equal sharing of the cluster charges. Subsequently, the contribution of the strip capacitance 
noise to the overall pedestal noise is more pronounced for the bottom strips as shown on the plots of Eig. 
for the distribution of the pedestal noise of 384 channels on each layer. The mean value of distribution of 


the pedestal noise for the bottom layer strips is equal to 11.23 ADG counts (Eig. 5b) which is about 25% 
higher than the mean value for the top layer strips (9 ADG counts) shown on Eig. 1^ Moreover, as we 


previously mentioned on Eig. lb, Section 2.2 half of the strips for each layer (bottom or top) have a length 
that decreases progressively as one moves toward the radial side opposite to the strips direction. The impact 
of the different strip length is also seen on the pedestal noise of the APV25 channels. The plots on Eig. 
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Pedestal offset (mean of the distribution) 



(a) Pedestal offset (mean of the distribution) 


Pedestal noise (rms of the distribution) 



(b) Pedestal noise (rms of the distribution) 


Figure 4: Computed pedestal data for one of the APV25 FE cards (128 channels) connected to 
the readout board 


EIC-FT-GEM: Pedestal rms (Top strips) 
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EIC-FT-GEM: Pedestal rms (Bottom strips) 



(a) top layer 


(b) bottom layer 


Figure 5: Distribution of the pedestal noise for APV25 FE channels connected to the chamber 
U-V strip readout 


show the pedestal noise as a function of the strip position in the chamber readout board. Eig. [6^ shows a 
somehow linear relationship between the strip position on the top layer and the average pedestal noise in 
the area of the chamber defined by the range of -215 mm to 0 mm on the outer radius side of the active area 
as illustrated on the top right sketch of Eig. This range corresponds to the area where the length of the 
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EIC-FT-GEM: Noise vs strip position (top layer) 



EIC-FT-GEM: Noise vs strip position (bottom layer) 



(a) top layer 


(b) bottom layer 


Figure 6: rms of the pedestal (noise level) 


strip position on the outer radius side 


EIC-FT-GEM: Noise vs strip length (top layer) 


EIC-FT-GEM: Noise vs strip length (bottom layer) 




(a) top layer 


(b) bottom layer 


Figure 7: rms of the pedestal (noise level) vs. strip length 


strips varies with the position. The average noise level is constant on the other area of the chamber from 0 
to 215 mm corresponding to the constant strip length area. The distribution of the average noise level for 
the bottom layer strips follows an symmetrical pattern (constant from -215 mm to 0 and decreasing linearly 
from 0 to 215 mm) as shown on Fig. |6b[ This is expected since the strip design of the bottom layer is the 
mirror-image of the top layer strips. Fig. shows the average noise level as a function of the strip length for 
both top (Fig. and bottom layer (Fig. [7b| ). The length of the strip is computed using the position of the 
strips and the geometrical parameters of the U-V strip readout board. The strips with constant length are 
not included in these results. Once again the correlation between average noise and strip length is clearly 
established. 
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4. Characterisation of the EIC-FT-GEM chamber 


4 . 1 . Performances with the beam position scan 


EIC-FT-GEM: Reconstructed hadron beam 
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(a) 2D beam profile from the reconstructed particle positions 


EIC-FT-GEM: Gain uniformity (ADC counts distribution) 



(b) Gain uniformity (average ADC counts per bin) 


Figure 8: Position scan at 13 locations on the chamber with 32 GeV mixed hadron beam at 
FTBF 


Position scan was performed with 32 GeV mixed hadrons beam to study the response uniformity of the 
EIC-FT-GEM chamber. Eig|8a| shows the 2D beam profile from the reconstructed particle positions at 13 
different locations on the chamber. The beam size is approximately 8 cm x 4 cm. The coordinates {xdataj 
and Udata) of fho hits in chamber are obtained from the Eq. Here the coordinates Udata a-iid "^data which 
are measured along U and V direction respectively are calculated from the barycenter of the clusters on top 
and bottom strips. L is the length of the chamber and a the angle between U and V layer strips. 

^data — 0*5 ^ {Udata ^^data)/ tan(Q:/2)) 

Vdata = 0.5 X {Udata T ^^data) (1) 


Eig. shows the 2D distribution of the average ADC counts for all 13 beam scan locations. The value 
of the average ADC counts at a given location is obtained by normalizing the ADC counts integrated over 
all events in each 2D bin by the number of entries in the bin. The spatial distribution of the average ADC 
counts therfore represents the gain uniformity of the chamber. The gain variation observed from the test 
beam data is less than 20% across the entire active area of the chamber. 

4 . 1 . 1 . The spatial distribution of APV25 signal timing 

Gaseous detectors such as GEMs need to sustain a relatively high gas flow rate in order to avoid premature 
ageing when operating in huge background rate environment. At such high rate, the gas circulation structure 
of the detector need to be carefully designed to minimize pressure built up inside the chamber. However, for 
large area GEM chamber such as the EIC-ET-GEM chamber, one can not completely eliminate the bending 


9 




of the readout board caused by built-in over pressure and leading to a non-uniform induction gap when 
light-weight material are used as readout support HE]. We used the timing information provided by the 


Time bin of APV25 signal peak from EIC-FT-GEM 


EIC-FT-GEM: APV25 timing X-Y correlation 
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(b) X-Y correlation of the peak signal 


Figure 9: Spatial variation of the APV25 peak signal in (time bin x25 ns) 


APV25 signal as a probe to qualitatively evaluate the bending of the readout support. The delay of the 
signal peak, with respect to the trigger latency is defined by the drift time of the charge in the induction 
region between the third GEM foil to the readout layer. For a given gas mixture, the drift time is a function 
of the gap in the induction region (drift length) and the electric field (drift velocity). Since the electric field 
in the induction region is inversely proportional to the induction gap, the drift time varies in quadrature 
with the gap between the third GEM foil and the readout board. The spatial distribution of the peak signal 
time from APV25 electronics is a simple way to qualitatively estimate the non-uniformity of the induction 
gap caused by the bending of the board. Fig. shows the 2D spatial distribution of the peak signal time 
for the strip with the largest ADC counts in the cluster. The signal peak timing is expressed in units of 
25 ns time bin of the APV25 signal. The average time bin for all the events associated to a given position 
scan run is shown on top of each reconstructed beam profile on Fig. Higher time bin value means larger 
induction gap and lower electric field and is an indication of local deviation of the readout from its ideal 
position. In Fig. the time bin value of the peak signal is slightly higher for the six positions at the 
center of the chamber (with the maximum equal to 4.30 [ x 25 ns]) and decreases to 3.75 [ x 25 ns] as one 


moves away from the middle of the chamber (see rows at -200 cm and 275 cm in Fig. 9a). The difference 
corresponds to a drift time variation of approximately 13.75 ns. The correlation plot of the time bin of the 
signal peak for charge shared by top and bottom strips from the same event cluster is shown on Fig. 

The percentage of the events falling in each bin is also displayed. All events show good correlation between 
signal time for x-clusters and y-clusters. Given the time resolution of APV25 the overall good correlation 
indicates the variation of APV25 peak signal time originates from the drift time of charge from the smae 
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event shared by the strips of the two layers. Therefore, the spatial variation of the peak signal is a signature 
of the non uniform gap in the induction region caused by the bending of the readout support. This variation 
is significant and some further improvement in the gas flow design of the chamber is still necessary. 


4 . 2 . Performances with the high voltage scan 
4 . 2 . 1 . Efficiency and relative gain 

A high voltage (HV) scan was performed to study the gain variation and detector efficiency. For each 
HV scan run of 10,000 events, the voltage across the resistive divider was increased by steps of 50 V, starting 
from 3800 V up to 4200 V. A good event is defined as an event with at least one cluster which contains 
two or more consecutive strips with ADC counts above the zero suppression threshold. The efficiency is 
obtained individually for top and bottom readout planes by normalizing the number of good events on each 
plane to the total number of ionizing tracks through the chamber. A valid track is required to have at least 


shows the efficiency curves as a function of the applied voltage for two different thresholds, 3 x a and 5 x 
(7. For the 3 x cr the efficiency is higher than 90% for both top and bottom strips even at a relatively low 
voltage of 3900 V on the divider, (average of 355 V across the GEM foils). High efficiency at low gain may 
be an indication of false positive events with noisy channels and bad hits being selected at 3 x a. In order 
to have clean data for the analysis, a 5 x cr threshold was found to be the best compromise for an effective 
suppression of most false positive events while maintaining a high efficiency above 95% for both top and 
bottom layers as observed for voltage 4100 V on the divider (373 V across the GEMs). Lower efficiency is 
expected for the bottom layer strips as observed on the plots because of larger pedestal noise level caused by 
wider strip as described in Section [tS] The average ADC counts plots are shown on Eig. |10b| as a function 
of the voltage on the divider (HV) for top and bottom layer strips (circle and square markers respectively) 
as well as the total ADC counts (triangle markers). Eor each HV run, the average charge is derived from the 
most probable value (MPV) of the fit to Landau distribution expected for the energy deposit distribution 
of Minimum Ionising Particle (MIP). Above 3900 V, average ADCs fit nicely with the typical exponential 
behavior of the gain curve of a triple-GEM detector. 


one cluster in both planes (x and y) of the 3 reference trackers REEl, REE2, REE3, (see Eig. 3b). Eig. 10a 


4 . 2 . 2 . Cluster size and charge sharing 

The cluster size, defined as the average number of consecutive strips with hits (ADC counts over thresh¬ 


old), is shown in Eig. 11a The cluster size for the top layer strips (circle markers) increases steadily with 
increasing high voltage from 1.6 to 3.5 while the increase is less pronounced for the bottom layer strips 
(square markers) with only from 1.5 to 2.2 in the same range of applied voltage. The cluster size ratio 
between top and bottom strips is shown in Eig. |llb| (circle markers), and varies from 1.1 to 1.6 as a function 
of the applied voltage, however, the charge sharing ratio (square markers) is constant at 1.2 of the applied 
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(a) Efficiency at different threshold 


(b) Relative gain 


Figure 10: Efficiency and relative gain curve as a function of the high voltage 
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Average AV across the GEM foils [V] 
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(b) charge sharing and cluster charge ratio 


Figure 11: Performance of the 2D U-V strip readout board 


voltage. These two observations lead to the conclusion that most charge is collected by the two central strips 
of the cluster when the chamber is operated at a voltage higher than 4000 V. For the top strips, with lower 
pedestal noise, the charge collected by neighboring strips are enough to pass the 5 x a threshold, these 
strips however carry only a small fraction of total charges and therefore contribute little to the total cluster 


charges. In contrast, for the bottom strips, higher pedestal noise (see Section 3.3) means that many more 
neighboring strips in the tails of the cluster charge distribution are cut out by the zero suppression and only 
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the two central strips constitute the cluster. 


5. Spatial resolution studies of the EIC-FT-GEM chamber 

We report in this section the spatial resolution performance of the large chamber with the 2D U-V strip 
readout board. The study was done with the data from 120 GeV primary proton beam in order to minimize 
the impact of the multiple Coulomb scattering and the track fit error on the precision of the measured 
resolution. The 2D proton beam profiles from the reconstructed particles are shown in Fig. |12a| at six 
different locations on the chamber. The number associated to each position scan run is shown on top of 
each reconstructed beam spot on the plot. The spatial resolution, measured for the top and bottom strips 
along u and v directions, as well as in Cartesian (x,y) and cylindrical (r, ip) coordinates are reported in the 
following sections. 

5.1. Alignment parameters 

Prior to the resolution analysis, a few correction steps are performed to produce the alignment parameters 
to compensate for misalignment of the reference trackers and the large chamber. The first of these steps is 
the offset correction to account for the relative shift of the origins in x and y directions. This is followed 
by the x-y plane rotation correction. All alignment constants are calculated relative to the reference tracker 
REFl. 


5.1.1. Correetion of the offset 

The offset parameters for each detector is the mean value of a Gaussian fit to the distribution of 




^EIC 


mEFi 


) and over all triggered event i, with {xf^^^yf^^) representing the particle 


position coordinates measured in EIC-FT-GEM chamber. The correction X-offset is shown for tracker REES 


in Eig. 12b in x-direction as a function of the run number. The run number (horizontal axis) represents 
the position of the beam spot during the scan of the chamber, same as the number shown in Eig. |12a[ 
The variation of X-offset from one run to another is as high as 15 /im and larger than the statistical error 
and could be explained by experimental conditions. Several GEM chambers with various sizes and types 


were positionned on the moving table alongside EIC-ET-GEM chamber as mentionned in Section 3.1 As a 
consequence, the number of detectors and subsequently the amount of material on the path of the proton 
beam varies significantly from one run to another. We believe that this accounts for the small but significant 
variation of the alignment parameters from run to run. 

5.1.2. Correetion of the x-y plane rotation 

The correction of the offsets is followed by the correction of the rotation of the detectors x-y plane around 


the beam axis (z). The principle of the plane rotation is illustrated in Eig. 13a, The rotation angle a is 
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EIC-FT-GEM: Proton beam position 



REFS: Coarse X-offset 



(a) 2D beam profile from reconstructed particle positions 


(b) Offset of REFS in x-axis as a function 
of run number 


Figure 12: Position scan at 6 locations on the chamber with 120 GeV proton beam at FTBF 


defined as the mean of a Gaussian fit to the distribution of the ai for each event as shown in [Eq. [^. Fig. 
m shows a for the reference trackers REF2, REES and EIG-ET-GEM chamber as a function of the scan 
run number. Once again, the variation of the rotation angle for different runs is caused by the different 
amount of detector material on the beam path. 

ai = arcsin {(x-yi - y[xi) / (xf + yf)) (2) 


y 



(a) plane rotation correction method 



Eigure 13: Gorrection of the x-y plane rotation 
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5.1.3. Residuals 

A simple least-squares fit algorithm is used to fit tracks from the measured coordinates from the reference 
trackers. One small GEM (REFl) and both large SBS GEMs (REEl, REE2)are used as reference trackers as 
shown in Eig. The other two small GEMs were left out to minimize the impact of the multiple scattering 
on the track fit. The fit is performed for every event and the residual, defined as the difference between the 
measured coordinates on EIG-FT-GEM chamber and the expected coordinates from the track fit, is filled 
into histogram. The distributions of the residuals are produced for the Gartesian (x,y) and cylindrical 
coordinate systems as well as for (u,v) coordinates along the top and bottom layer strips. The coordinates 
Ufit and Vfit are extracted from the fitted coordinates Xfu and yfu using the [Eq. in a reverse operation 
with respect to [Eq. [^. The plots in Fig. pA] show the residuals distribution for u and v coordinates (top 
plots) and for x and y coordinates (bottom plots) for data corresponding to beam position scan run 2. 

Ufif — Vfit T (0.5 X T xj^t) ^ tan(Qf/2) 

Ujit yfit (0.5 X T ^ tan(Q{/2) (3) 


EIC-FT-GEM: Residuals in u (top strips) 



EIC-FT-GEM: Residuals in v (bottom strips) 



EIC-FT-GEM: Residuals in x 



EIC-FT-GEM: Residuals in y 



Figure 14: tracks residuals of the particle position coordinates along u and v strips (top) and in 
X and y (bottom) 
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5.2. Spatial Resolution 
5.2.1. Track fit error estimates 

We performed a Monte Carlo simulation of the FTBF setup to generate the tracker data to estimate 
the intrinsic error from the track fit. For the simulation, the spatial resolution of trackers for x and y were 
obtained by smearing the coordinates with a Gaussian distribution of a width of 60 jam and assuming perfect 
resolution (i.e aEic = 0) for EIC-FT-GEM chamber. In this configuration, the width of the residual for the 
EIG-ET-GEM chamber represents the track fit error estimate (EE) and is equal to 35 fim for the y-coordinate 
and 40 fim and 45 fim for u and v coordinates respectively. The error is then recalculated for x-coordinate 
from the U-V strip readout and is equal 180 jam. The resolution cfres for each coordinate is obtained by 
subtracting in quadrature the track fit error (EE) from the width ares of the residual distribution of the 
coordinate as shown in Eq. Q. 


O'RES = 



( 4 ) 


5.2.2. Resolutions 

The spatial resolution along (u,v) directions measured on top and bottom layer strips are shown on the 


left plot in Eig. 15a as a function of the beam position (run number). Better position resolution performances 
are in principle expected for the top layer strips because of the larger cluster size and larger collection of 


charge (ADG counts) after zero suppression (as discussed in Eig. 11a of Section 4.2.2). However, due to the 
complex structure of EIG chamber readout board with various strip lengths at different location of the active 


area (see Section 3.3), we measured a better spatial resolution on the bottom strips for the beam at the 
position corresponding to the run 1, 4 and 6. Overall, the resolution is better than 120 jam for both bottom 
and top layer strips for all locations except for run 5. This run corresponds to the proton beam hitting at 


the edge of the detector (see Eig. 12a) leading to truncated clusters for both top and bottom strips and 
therefore affecting the measured position resolution. On the right, Eig. |15b| shows the position resolution for 
X and y coordinates. In the y-direction, the average resolution a{y) in over the five locations is better than 
90 fim. However, variation is observed at different locations as expected, with the best resolution measured 
at beam position 2 equal to 70 jam and the worst (excluding location 5) at beam position 1 equal to 105 
jam. In the x-direction, the measured resolution varies from 410 jam to 550 jam. The average resolution 
in X is equal to a{x) = 480 jam and about 5 times higher than a{y) = 90 jam as expected for a 12“angle 
of the 2D U-V strip readout board. Cartesian coordinates (x,y) could be easily transformed into (r, ip) in 
cylindrical coordinate system which is the natural coordinate system of an EIG forward tracker disk layer 
configuration. The transformation has been applied to EIC-ET-GEM chamber. The vertex of the triangle 
formed by the radial sides of the trapezoidal chamber is used as origin for the transformation as illustrated 


in Eig. 16a The resolution a{r) and a{ip) are shown in Eig. 16b In the azimuthal direction, the average 
resolution of a{ip) is equal to 60 //rad and in the radial direction, the average resolution a{r) is 550 jam. 
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EIC-FT-GEM: Resolution in u/v direction 



(a) Resolution of the coordinates along u and v strips. 


EIC-FT-GEM: Resolution in Cartesian coordinates 



(b) Resolution in Cartesian coordinate system (x,y) 


Figure 15: Spatial resolution in six locations (identified by run number) on EIC chamber with 
proton beam 



EIC-FT-GEM: Resolution in Cylindrical coordinates 



(b) Resolution in Cylindrical coordinate (r,(/:?). 


Figure 16: Spatial resolution in Cylindrical coordinate system. 


6. Conclusion 

A large-area and light-weight trapezoidal triple-GEM detector with a novel U-V strip readout on flexible 
PCB board has been assembled and tested. The performance of the chamber in test beam shows an excellent 
detector response uniformity with an efficiency higher than 97% across the active area. Spatial resolution 
better than 110 fim was achieved for both top and bottom strips in both the u and v direction with the 2D 
stereo-angle readout board. This translates to an angular resolution of 60 /irad in the azimuthal direction 
and a position resolution of 550 /im in the radial direction. The excellent performances achieved for this 
first prototype demonstrates that the large-area and light-weight GEM with U-V strip readout would be a 
strong candidate for the large forward tracking detectors of the future experiments at the EIG. 
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